[Surgical interventions in pacemaker patients (author's transl)].
In this paper 44 operations in patients with cardiac pacemakers have been reported. Electrosurgical instruments were used in almost all cases. It was noted, that neither a disturbance of the pacemaker nor of the heart stimulated by it occured during or after operation. A premature exhaustion of the battery was not observed.